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§ 493.1282 Standard: Corrective ac-
tions. 

(a) Corrective action policies and 
procedures must be available and fol-
lowed as necessary to maintain the lab-
oratory’s operation for testing patient 
specimens in a manner that ensures ac-
curate and reliable patient test results 
and reports. 

(b) The laboratory must document all 
corrective actions taken, including ac-
tions taken when any of the following 
occur: 

(1) Test systems do not meet the lab-
oratory’s verified or established per-
formance specifications, as determined 
in § 493.1253(b), which include but are 
not limited to— 

(i) Equipment or methodologies that 
perform outside of established oper-
ating parameters or performance speci-
fications; 

(ii) Patient test values that are out-
side of the laboratory’s reportable 
range of test results for the test sys-
tem; and 

(iii) When the laboratory determines 
that the reference intervals (normal 
values) for a test procedure are inap-
propriate for the laboratory’s patient 
population. 

(2) Results of control or calibration 
materials, or both, fail to meet the lab-
oratory’s established criteria for ac-
ceptability. All patient test results ob-
tained in the unacceptable test run and 
since the last acceptable test run must 
be evaluated to determine if patient 
test results have been adversely af-
fected. The laboratory must take the 
corrective action necessary to ensure 
the reporting of accurate and reliable 
patient test results. 

(3) The criteria for proper storage of 
reagents and specimens, as specified 
under § 493.1252(b), are not met. 

§ 493.1283 Standard: Test records. 
(a) The laboratory must maintain an 

information or record system that in-
cludes the following: 

(1) The positive identification of the 
specimen. 

(2) The date and time of specimen re-
ceipt into the laboratory. 

(3) The condition and disposition of 
specimens that do not meet the labora-
tory’s criteria for specimen accept-
ability. 

(4) The records and dates of all speci-
men testing, including the identity of 
the personnel who performed the 
test(s). 

(b) Records of patient testing includ-
ing, if applicable, instrument print-
outs, must be retained. 

§ 493.1289 Standard: Analytic systems 
quality assessment. 

(a) The laboratory must establish 
and follow written policies and proce-
dures for an ongoing mechanism to 
monitor, assess, and when indicated, 
correct problems identified in the ana-
lytic systems specified in §§ 493.1251 
through 493.1283. 

(b) The analytic systems quality as-
sessment must include a review of the 
effectiveness of corrective actions 
taken to resolve problems, revision of 
policies and procedures necessary to 
prevent recurrence of problems, and 
discussion of analytic systems quality 
assessment reviews with appropriate 
staff. 

(c) The laboratory must document all 
analytic systems quality assessment 
activities. 

[68 FR 3703, Jan. 24, 2003; 68 FR 50724, Aug. 22, 
2003] 

POSTANALYTIC SYSTEMS 

§ 493.1290 Condition: Postanalytic sys-
tems. 

Each laboratory that performs non-
waived testing must meet the applica-
ble postanalytic systems requirements 
in § 493.1291 unless HHS approves a pro-
cedure, specified in Appendix C of the 
State Operations Manual (CMS Pub. 7) 
that provides equivalent quality test-
ing. The laboratory must monitor and 
evaluate the overall quality of the 
postanalytic systems and correct iden-
tified problems as specified in § 493.1299 
for each specialty and subspecialty of 
testing performed. 

§ 493.1291 Standard: Test report. 

(a) The laboratory must have an ade-
quate manual or electronic system(s) 
in place to ensure test results and 
other patient-specific data are accu-
rately and reliably sent from the point 
of data entry (whether interfaced or 
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